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ABSTRACT The pediatric intensive care unit (ICU) is a complex environment, in which a multidisciplinary
team of clinicians (registered nurses, respiratory therapists, and physicians) continually observe and evaluate
patient information. Data are provided by multiple, and often physically separated sources, cognitive work-
load is high, and team communication can be challenging. Our aim is to combine information from multiple
monitoring and therapeutic devices in a mobile application, the VitalPAD, to improve the efficiency of
clinical decision-making, communication, and thereby patient safety. We observed individual ICU clinicians,
multidisciplinary rounds, and handover procedures for 54 h to identify data needs, workflow, and existing
cognitive aid use and limitations. A prototype was developed using an iterative participatory design approach;
usability testing, including general and task-specific feedback, was obtained from 15 clinicians. Features
included map overviews of the ICU showing clinician assignment, patient status, and respiratory support;
patient vital signs; a photo-documentation option for arterial blood gas results; and team communication and
reminder functions. Clinicians reported the prototype to be an intuitive display of vital parameters and relevant
alerts and reminders, as well as a user-friendly communication tool. Future work includes implementation of
a prototype, which will be evaluated under simulation and real-world conditions, with the aim of providing
ICU staff with a monitoring device that will improve their daily work, communication, and decision-making
capacity. Mobile monitoring of vital signs and therapy parameters might help improve patient safety in wards
with single-patient rooms and likely has applications in many acute and critical care settings.
INDEX TERMS Communication systems, decision support systems, human factors, patient monitoring, user
centered design.
I. INTRODUCTION
The pediatric Intensive Care Unit (ICU) can be a hec-
tic, chaotic, and stressful work environment [1]. Clinicians
are required to make difficult decisions about critically ill
patients under the pressure of time. They need to continually
observe, obtain, and evaluate a vast array of information and
collaborate within a multidisciplinary team [2]–[5].
A. ISSUES IN THE ICU
Data are obtained from multiple sources in different loca-
tions, e.g. through monitors and devices by the patient’s bed-
side (Fig. 1), by physically separated computers, or on paper
in the patient’s chart [2], [6]. The amount of information
can be overwhelming and difficult to process [7]. Accessing
and integrating the required data for decision-making can be
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FIGURE 1. Typical bedside in the pediatric intensive care unit (ICU) (With
permission of Heather van Mil, lifeloveandthepursuitofplay.com).
time-consuming and made difficult by multiple logins,
the need to use different computers for certain tasks, or the
information sources being occupied or otherwise unavailable.
Furthermore, depending on local resources and structure of
an ICU, a large amount of crucial information is still doc-
umented on paper by multiple team members, often redun-
dantly. This can lead to missing or misplaced charts and a
delay in flow of information.
Work efficiency and patient safety in the ICU depend
on a well-functioning team. Doctors (MDs), registered
nurses (RNs), and respiratory therapists (RTs) need to be
up to date on patient status at all times, coordinate and fol-
low plans for each patient, and closely communicate critical
information. Even the most experienced team faces chal-
lenges by being physically separated and having to locate
each other with pagers and phone calls [8], [9]. Since
team members change with every shift, information can
be lost in multiple handovers. In addition, quick patient
turnover adds to the list of new issues that need to be
resolved on a daily or hourly basis. The combined high
cognitive workload and limited number of staff available at
any given time leads to an overall decrease in situational
awareness [10].
A review of 5017 patients from 8 cardiac and medi-
cal pediatric ICUs reported a new morbidity rate of 4.8%
and mortality rate of 2.0% [11]. Root cause analysis
of morbidity and mortality discussed in case conferences
in pediatric ICUs identified unsafe processes or medi-
cal errors in up to 77% of cases [12], 60% of which
were deemed to include some interface problem (includ-
ing handovers, interdisciplinary discussions, and commu-
nication with families) as a contributing factor. Similarly,
Cifra et al. found that preventable events included medication
errors in 17.5%, communication/teamwork errors in 14.5%,
workflow errors in 7.3% and diagnostic errors in 7.3% of
cases [13].
B. CURRENT TECHNOLOGY ISSUES
Medical devices currently used in ICU settings are often
poorly designed and their potential is not fully realized [14].
Although new technology can be a leading cause of pre-
ventable harm to patients in hospital [14], [15], well designed
medical devices and technologies can improve patient safety
and prevent adverse outcomes. The evolving introduction of
modern technologies into healthcare provides an unprece-
dented opportunity to investigate how novel technologies can
improve patient care [12].
Current issues with existing technology in ICUs have been
extensively reviewed [16]–[18]. Challenges include the large
number of devices and physically separated displays that
overload users with information. Medical devices, including
ventilators, infusion pumps, and other patient monitors, fre-
quently do not interact with each other. Adding to cognitive
workload, these devices often fail to convey information
intuitively and lack context to support data interpretation;
that is, values are shown without target ranges, which can
vary widely based on treatment goals and individual patient
status. For example, a monitor displaying blood pressure
does not provide any information on what vasoactive sub-
stances are currently infusing. Alarms lack clinical context
to support management decision-making and may not accu-
rately represent patient state during interventions [19], [20].
The large number of false alarms in the ICU causes alarm
fatigue and contributes significant stress to patients and
care-providers [20], [21].
C. RECENT ADVANCES
Recent progress has been made to address the technology
and workflow issues in the ICU. For example, concepts have
been developed for improving a neurological bedsidemonitor
display, which highlights the importance of presenting data
in dynamic and flexible formats to support clinicians from
different disciplines in different clinical situations [22]; for
assessing the use of an interactive visual aid to improve car-
diac ICU team communication processes [23]; for evaluating
an ICU-wide dashboard for tracking compliance with patient
safety activities [24]; and for the design and preliminary
testing of an electronic tool to improve the efficiency of ICU
rounds [25].
Internet of Things (IoT) concepts and technologies are an
area of significant research interest with potential applica-
tions in personal and institutional healthcare [26], [27], but
still currently have limited implementation in nursing or ICU
settings [28]. IoT technologies have the potential to facilitate
patient monitoring, and improve quality of care and patient
safety [28]. Indeed this potential was recently illustrated in
an integrated Neonatology ICU (iNICU) with IoT-based col-
lection of patient monitor, ventilator and blood gas machine
data using Beaglebone devices [29].
In order to realize the benefits of IoT technologies such
in a fast-paced and complex healthcare environment as the
ICU, with diverse clinical roles and communication channels,
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it is important that development be driven by the clinicians’
understanding of their information needs and that the imple-
mented technology fits existing workflows.
D. THE VitalPAD APPLICATION
VitalPAD is an application prototype, running on a mobile
tablet computer, which combines information from multiple
monitoring and therapeutic devices into one platform. By pro-
cessing the data as an intelligent decision-support system,
it aims to improve clinical decision-making, team commu-
nication, and situational awareness. Moreover, a reduction
of cognitive workload may contribute to improvements in
patient safety [6]. The primary focus of the VitalPAD appli-
cation is to address communication and workflow issues,
which may account for up to 22% of preventable errors in
the pediatric ICU environment [13].
The application aims to provide ICU clinicians with an
intuitive and integrated display of vital parameters for indi-
vidual and multiple patients, smart alarms, and reminders,
as well as a team communication tool. The application will
display key parameters from every patient in the ward within
one view, and will provide clinicians the option to view
detailed information from individual patients in a separate
window. It will also allow the user to select specific patients
to display in the overview.
The objective is for the application to apply some intelli-
gent processing to the integrated data. The processing will
support clinical decision-making via smart alerts, cumulative
risks scores and context-sensitive emojis/icons based on the
assessment of vital signs and other monitoring data, drug
infusion information, clinical checklists, and/or response to
application messages. Monitoring data will be evaluated
against user-configurable absolute thresholds, combinations
of such thresholds, as well as relative changes over time.
Furthermore, the aim will be to introduce predictive analyt-
ical models to identify vital sign changes known to precede
patient deterioration [30]. Evaluating the feasibility of these
proposed design features is beyond the scope of this prelimi-
nary application design phase.
E. AIM OF STUDY
The aim of this study is to identify requirements for the
VitalPAD application and to design and evaluate applica-
tion components through a participatory design process.
Requirements are captured during clinician observation and
interviews followed by iterative testing and improvement of
potential application designs through testing the usability of
application mock-ups. This project extends a previous work
domain analysis (WDA) [31] of the ICU and rapid prototyp-
ing results [32]. This article will focus on the clinician-driven
participatory design phase of the project.
II. METHODS AND PROCEDURES
Human research ethics board approval (H16-02361) was
obtained. Certified MDs, RNs, and RTs were eligible to
participate after providing written informed consent.
All clinicians were currently working in the pediatric
ICU at BC Children’s Hospital, the only dedicated tertiary
pediatric teaching hospital in the province, where gen-
eral surgical, cardiothoracic surgical and medical pediatric
patients are treated. Medical residents and other trainees were
excluded. The typical clinician-to-patient ratio depends on
the role and context. The typical nurse to patient ratio is
one-to-one or one-to-two, but may be two-to-one for very
sick patients. RTs typically take care of five to ten patients,
depending on the staff situation, and MDs were responsi-
ble for every patient on the ward (maximum capacity of
22 patients).
The study consisted of two distinct parts to refine proto-
type requirements: a) clinician observation, and b) prototype
improvement and usability testing. The use of a WDA and a
participatory display design approach [33] ensured the active
involvement of clinicians, engineering, and design experts in
both phases.
A. CLINICIAN OBSERVATION
Observation was performed with detailed note taking to
establish prototype requirements [34], [35]. A group of at
least two researchers, with different scientific backgrounds
(including one with clinical expertise), observed individual
ICU clinicians and health care teams in their work environ-
ment to gather more information about ICU routines—how
they work, communicate with each other, and make decisions
regarding patient care.
Researchers were sensitive to clinical priorities during the
observation sessions, but when appropriate, participants were
asked to explain their actions and state their goals, with open-
ended questions to clarify information needed for tasks. This
approach aimed to find any perceived challenges and to col-
lect suggestions for potential VitalPAD functions to improve
decision-making and communication.
An ICU observation sheet was used to record data during
these sessions. Information was recorded in the following
categories: session information, handover, direct interaction
with monitors, interventions, decision logistics, communi-
cation with team members, routine tasks, and interruptions.
Specific areas were commented on within each category
(Table 1). Notes were also recorded on any observed con-
straints, problems, or gaps in the flow of information.
In particular, researchers observed handovers (end of shift,
break coverage, and new admissions) and multidisciplinary
rounds. This allowed the research team to determine what
information clinicians required before making patient care
decisions.
Additionally, researchers were also able to shadow clini-
cians while they trained other clinical/trainee staff (e.g. an
RN training for certification to care for cardiac patients;
a student RT). During these sessions, clinicians were already
explaining their goals and actions to trainees.
At the end of the observation sessions, the researchers
asked additional closed and open-ended questions, if time
permitted. Example questions included: What do you think
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TABLE 1. Observation categories reflecting main icu activities.
are the most important parameters on the monitor? Do you
look at the trend view very often? How do you assess a
patient’s status? What prompts you to intervene in the cur-
rent treatment plan? What would make a mobile monitoring
device useful for you?
Issues and possible solutions were summarized after care-
ful interpretation of field notes and discussion between
researchers. A template analysis approach was used to orga-
nize observations from field notes into the pre-determined
themes identified as topics in Table 1; further feedback was
sought from clinicians as required [33], [36].
B. PROTOTYPE IMPROVEMENT AND USABILITY TESTING
Design ideas were combined into an interactive portable doc-
ument format (PDF) mockup using balsamiq (Balsamiq Stu-
dios, Sacramento, CA, USA). The previous rapid prototype,
generated from the WDA in 2013, [32] was used as a foun-
dation and design ideas derived from clinician observations
were incorporated.
General feedback was obtained from the participating clin-
icians early on in this process, initially using paper printouts
of the mockup, which were annotated and expanded upon.
Clinicians then provided design-related suggestions and were
shown different monitoring view options (e.g., current values,
trends, artificial horizons) for feedback. The mockup design
was improved accordingly.
Subsequently, five simple scenarios were created for
usability testing and to refine requirements for prototype
implementation. For each scenario, a question or set of ques-
tions or tasks were given to the participant to guide their
review of the application mockups.
Scenario 1 (Ward Overview): Which patients in this sce-
nario are likely to need your attention? Do the given designs
provide you with enough information to get an overview
of the ward, e.g. after you have been off-service for a
week?
Scenario 2 (Vital Signs Monitoring): Do the given designs
provide you with enough information about the patient’s
overall status?
Scenario 3 (Reminder Setting): Use the reminder function
to create a new reminder for your patient.
Scenario 4 (Brief Handover):Use the subscription function
to cover another patient during a break.
Scenario 5 (Arterial Blood Gas Analysis Documenta-
tion): Take a picture of an arterial blood gas (ABG)
analysis printout, annotate it, and share it with your
team.
All scenarios were selected based on clinical relevance and
to evaluate the core functions of VitalPAD. The initial expla-
nation for each scenario, as well as the order the scenarios
were completed, were standardized. Instructions and prompts
during these sessions were kept to a minimum to investigate
the intuitive nature of the design. However, while working
through the task, some participants needed more guidance
and the specific problem and reason for that was documented.
The clinicians were also instructed to voice their thoughts
during the process and all statements made were documented.
Questions asked of participants were always related to the
task completed and were intended to clarify what the partic-
ipant was thinking. Two researchers conducted the usability
testing, with one focused solely on documenting each inter-
action the clinician had with the mockup. Notes from the
usability scenarios were analyzed to determine the frequency
and perceived impact of the issues that were encountered,
with the aim of identifying the most significant issues (most
frequent and/or highest impact) to address during re-design
of the mockup [37].
Mockups were displayed in an interactive PDF format on
a tablet (Dell Venue 7, Round Rock, TX, USA) to make them
resemble a real app. Clinicians asked questions and provided
feedback throughout the scenario testing, and subsequently
provided overall feedback.
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III. RESULTS
A. CLINICIAN OBSERVATION
We observed a mixed sample of 10 clinicians (4 MDs, 4 RNs,
and 2 RTs) for a total of 54 hours, including 8.5 hours of
multidisciplinary rounds. During observation sessions, the
existing cognitive aids used to optimize unit workflow were
also documented. These were mostly paper-based and were
updated daily. Examples included a nursing station white
board; paper printouts of patient overviews and care plans
for every team member; maps of patient respiratory status
updated by hand; and additional documentation and check-
lists for each patient (Fig. 2). Observed and clinician reported
problems with these systems included a) monitoring informa-
tion overload and redundancy (e.g. multiple heart rate values
obtained by different sensors attached to the same patient),
b) redundant paper-based documentation (e.g. between nurs-
ing and RT flow sheets), and c) outdated communica-
tion methods with impacts on task completion (Table 2).
Researchers did not explicitly quantify the number of patient
monitor alarms, including false alarms.
Researchers attended three morning rounds and two after-
noon rounds (shorter and less detailed than morning rounds).
For all RNs and RTs observed, researchers witnessed their
end of shift handover as well as break handovers.
1) ICU ROUNDS
During the observation period, all health professionals
involved in that patient’s care attended interdisciplinary ICU
morning rounds. Attendance ranged typically from five to
ten participants, but was over twenty for cardiac surgical
patients. The team often also included non-clinical staff,
such as researchers or ethicists. The team gathered at each
patient’s bedside or around a central computer if reviewing
x-rays or other imaging studies. At the bedside, the patient’s
nurse, RT, and ICU fellow (a senior trainee MD) verbally
presented current status and overnight events to the team.
The fellow summarized ongoing problems and the team dis-
cussed possible action items. Individual team members ver-
bally contributed ideas to the plan and used personal cellular
phones or bedside computers to access medical resources.
Before the team proceeded to the next patient, a resident
(a junior trainee MD) or ICU staff physician (attending MD)
recorded the physician orders on paper, and a patient checklist
(Fig 2b) was completed.
2) CONCERNS IDENTIFIED DURING ICU ROUNDS
Verbal discussion during morning rounds was challenging to
hear and understand. The individual speaking was often up
to five meters away from team members due to the team size
and open-ICU format.
Ambient ICU noise and concomitant discussion amongst
individual teammembers interferedwith understanding. Bed-
side alarms were frequently silenced. For cardiac surgery
patients, teammembers often moved closer to the patient dur-
ing rounds in order to properly hear the discussion. The ICU
TABLE 2. Observed themes and potential opportunities for software
implementation of VitalPAD after completion of phase 1.
staff physician reviewed nursing flow sheets and approached
bedsidemonitors to look at current vitals and vital sign trends.
None of this information was easily viewable to the rest of the
team unless they physically moved to look at it.
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FIGURE 2. Examples of cognitive support resources currently used in the intensive care unit (ICU). The respiratory status map (a) is used by
respiratory technicians and depicts patient rooms with each patient’s current level of respiratory support: Bi-level Positive Airway Pressure (BiPAP),
Room air, Ventilated; heart icons denote cardiac surgical service patients. The patient checklist (b) is completed daily during rounds for every ICU
patient: it includes mandatory and frequently used patient management and safety protocols. The central ICU staffing whiteboard (c) is located at
the main nursing station and is completed daily by the ICU unit clerks and nurse in charge: it depicts who is responsible for each role during the day
shift and night shift.
3) HANDOVERS
End of shift handover for bedside RNs was one-to-one
at the bedside and covered only their assigned patients.
The charge nurse and MD handovers were also usually
one-to-one, but covered all ICU patients. Charge nurse-MD
handover usually occurred near themain nursing station using
the central ICU whiteboard with patient and staff assign-
ments (Fig. 2c), or using the patient information summary
table prepared by MD residents each morning. The summary
table provided a brief bullet-point overview of each patient
with headings for patient information; past medical history;
active issues; systems overview (sedation, respiratory status,
medications, feeds, lines, microbial cultures); important dates
(admission, intubation, extubation, procedures), and the treat-
ment plan. All RTs (night and day shift) met at shift turnover
and discussed each patient with emphasis on those requiring
respiratory support. They also had a binder containing admis-
sion information and daily updates for each patient.
4) ISSUES IDENTIFIED DURING HANDOVERS
RNs conveyed information at end of shift handover systemat-
ically using the nursing patient flow sheet and commented on
diagnosis, respiratory or oxygen support, feeding, recent lab-
oratory results, current issues, and plan for the day. Handover
was briefer between nurses whom were already familiar with
the patient and focused on more recent information; con-
versely, handover to a nurse unfamiliar with the patient took
longer. Nurses conveyed as much information as possible
during the limited time for handover, afterwards clarifying
and researching further details in the patient’s chart. One RN
was seen to verify recorded drug dosages and vital sign values
after shift handover to ensure handover information had been
correct.
The bedside nurses assigned to adjacent patients often
covered each other’s breaks. Due to the physical distance
between patients, or patients being located in single-patient
rooms, it was difficult for nurses covering two patients to
consistently view patient monitors.
Handover between RTs was frequently delayed due to
difficulty locating each other in the building.
5) CLINICIAN COMMENTS
Observed clinicians were asked how they thought a mobile
application could help in the ICU and what ideas they hoped
the design would include. Five clinicians (5/10) wanted an
easier method of contacting team members for scheduling
breaks, for asking minor questions or making requests, and
for sending brief patient updates. Three MDs (3/4) stated
they use central vital sign monitors regularly; for example, to
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FIGURE 3. Examples of early prototype designs that were rejected by clinicians. For example: the minimal patient list overview (a) did not provide
relevant information such as age or patient initials; the ward and staffing overview map (b) received positive feedback, but clinicians did not like the
alternative display options of patient status, including artificial horizons; and the patient monitoring overview layout (c) contained helpful information,
but a different format was preferred, with information tabs for one patient at a time (see Fig. 6).
review vital signs leading up to cardiac arrest or other adverse
events and wanted a more user-friendly way of monitoring
patient vital signs and trends when away from the bedside.
B. USABILITY TESTING AND PROTOTYPE IMPROVEMENT
Initial prototype design ideas were generated from work-
flow observations, identified issues, and clinician feedback
(Table 2). These ideas included: integrated displays customiz-
able to the clinician’s needs, which would allow the user
to select patients shown in the overview display, with the
aim of improving situational awareness and facilitating the
identification of sicker patients; pre-set and custom reminders
to help reduce the heavy cognitive load ICU clinicians face
with daily task burdens; a photo-documentation option to
allow immediate communication of print-out results, com-
pared to the existing system, in which an individual clinician
is notified of the result and others must access the paper chart
for the information; and a communication system color-coded
by clinician role to reduce the need for outdated pager sys-
tems and improve team communication through streamlining
correspondence onto one central platform. Regular meetings
among study researchers were held to discuss ideas and their
feasibility. Some features requested by clinicians, such as
quick viewing of a patient’s active orders or medications and
laboratory results, were documented, but ultimately unlikely
to be feasible. Feasibility of design ideas was limited due to
several factors: 1) institutional constraints and privacy issues
(e.g. the inability to access laboratory data or the electronic
medical record), 2) legal issues (VitalPAD cannot replace
the medical record), 3) technical limitations, and 4) user
characteristics (members of the health care team’s experience
and preferences in interacting with a monitoring device).
Design ideas were formulated into a prototype based on
the original 2013WDA prototype. Feedback on the prototype
from a total of 15 clinicians (5 MDs, 6 RNs, 4 RTs) was
acquired in two ways: through general feedback conversa-
tions and through feedback from participants completing the
usability scenarios.
1) GENERAL FEEDBACK
Seven clinicians (3 MDs, 2 RNs, 2 RTs) were interviewed
for general feedback on the prototype created after the obser-
vation phase. Interviews ranged from 15 minutes to an hour
in length, based on the clinician’s availability. Feedback
reported here reflects the most common comments and is
organized in order of comment frequency.
All clinicians (7/7) agreed that combining information
from different bedside devices and other sources would help
support clinical decision-making. The option to view patient
data from monitoring and therapeutic devices remotely was
identified as the application’s core beneficial feature. The
overview list, including vital parameters and simple trend
indicators (Fig. 3a) as well as the map view of the ward
(Fig. 3b), were considered very helpful, especially when
caring for several patients at once. Five (5/7) clinicians said
they view patient trends to understand previous patient status.
Additional features allowing vital sign and drug infusion
data integration (Fig. 3c), creation of reminders for task
completion, direct messaging between clinicians and team
members subscribed to a patient (Fig. 7d), and options to
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photo-document ABGs and skin lesions also received positive
feedback.
Critical feedback about the prototype was also received.
All clinicians (7/7) mentioned the importance of role-specific
designs. Overview screens with artificial horizons and a
cumulative risk score (Fig. 3b) were shown to 4 clinicians
in the first round of feedback and were rejected by all
of them: they were hesitant to rely on a cumulative risk
score that is unfamiliar to users and were concerned that
understanding artificial horizons would require additional
training. Thus, these two features were removed from the
prototype before completing the feedback round. Clinicians
instead preferred re-use of designs already present in the ICU;
five (5/7) indicated that they favor real-time numbers and
graphs so they can apply their own experience and knowl-
edge for interpretation; and two (2/7) favored common color
codes for vital parameters. Layouts that were toominimalistic
(Fig. 3a) or too crowded (Fig. 3c) were also rejected. They
preferred to pick and choose which patients are displayed in
overview layouts: a physician in charge of the whole unit
has different monitoring needs than a nurse looking after
one patient. One clinician asked how VitalPAD would alarm
(would there be pop-ups within the application?) and whether
it would replace bedside monitor alarms.
Clinician feedback was summarized (Table 3) and the pro-
totype revised. Design elements that receivedmixed feedback
were given particular consideration and efforts were made
to accommodate all viewpoints. For some, we were able to
modify the mockup to incorporate all feedback: for example,
in the drug graph, some clinicians preferred being able to see
multiple drugs, others found it too confusing and just wanted
to see one drug; the identified solution was to allow users to
select the number of drugs per graph. For others, we followed
the majority opinion for the primary display, but had the other
information accessible elsewhere in the app: for example,
to address whether to display age vs weight; we show age on
the ward overview screen, but include weight in the patient
overview.
2) SCENARIO-SPECIFIC FEEDBACK
The usability scenarios with the interactive PDF mockups
were completed by eight participants (2 MDs, 4 RNs, 2 RTs)
over two rounds. Clinicians took between 15 and 30 min-
utes to complete all scenarios. The mockup prototypes were
improved after each round in response to the feedback given;
for example, see Fig. 4 for versions of the patient overview
list, which improved with clinician feedback. After complet-
ing the usability scenarios, clinicians were asked for overall
feedback. The most frequent comments from both feedback
rounds are summarized below.
a: SCENARIO 1 – WARD OVERVIEW
For the overview scenario, clinicians were asked to identify
which patients were likely to need immediate attention and
asked whether the design provided enough information to
form an overall impression of the ward. All clinicians (8/8)
TABLE 3. Detailed clinician feedback of general sessions, first part of
phase 2.
were quickly able to identify the patients with abnormal vital
parameters in the list overview (Fig. 5a). In combination with
the map overview (Fig. 5b) and the more detailed patient list
(Fig. 5c), all clinicians agreed that they would have a com-
prehensive initial impression of the unit. While the displays
provided the required information, 2/8 clinicians found the
font size used in the map views challenging to read.
Opinions varied on which parameters should be displayed
on the patient overview list. MDs emphasized the importance
of displaying the systolic blood pressure (SysBP) instead of
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FIGURE 4. Evolution of patient overview list based on clinician feedback, illustrating the change from initial prototype (a) through interim designs (b) and
(c) to final prototype (d). The simplified prototype (b) did not include enough information for clinicians, who requested re-addition of trend indicators, and
patient initials, and age. Non-invasive blood pressure monitoring was differentiated from invasive measurements using small rectangles indicating the age
of intermittent measurements; this design received favorable feedback. Design (c) re-introduced trend arrows and patient age, changed the icon for
messages, and added heart icons to indicate cardiac surgical patients. The final design (d) re-introduced patient initials, further simplified the messaging
icons, and highlighted in color any critical values reflecting a change in patient status. Values not reflecting a significant change were grayed out. Finally,
a small person icon was added to indicate patient(s) to which the user is subscribed.
FIGURE 5. Examples of screens used for the ward overview (scenario 1). Using these four screens, clinicians were asked to identify which patients are
likely to require attention and whether the designs provided enough information to understand overall ward status. The overview list (a) shows patient
initials, age, current vital signs and messages. The map overview (b) depicts patient location, nursing and physician assignment, and responsible
specialty; ICU capacity and overall staffing. The patient information list (c) includes information found on the existing physician summary sheet:
diagnosis, length of stay, antibiotic treatment duration, length of intubation, level of respiratory support and a brief management plan. The respiratory
status map (d) was modeled on the existing status map (see Fig. 2a) and shows respiratory therapist staffing, patient respiratory status and red circular
alerts for new arterial blood gas measurements.
mean arterial pressure (MAP) for cardiac surgical patients.
However, for the majority of ICU patients, MAP was most
relevant. One RN suggested displaying weight instead of
age. The prototype was revised based on these suggestions
(Fig. 4).
For the patient status map, opinions varied on what the
emojis (e.g. sad or happy faces) should signify. Two clinicians
felt the emojis should indicate whether a patient is ‘‘sick’’
versus ‘‘not sick.’’ Two other clinicians felt the emojis should
indicate level of care according to existing PICU level of care
classification protocols. One clinician felt the emojis would
be most helpful if they indicated whether the patient is ready
for transfer.
The respiratory status map (Fig. 5d) was considered useful,
but 6/8 clinicians had difficulty finding the legend for noti-
fication indicators (e.g. ‘‘gas alert’’ signifying a new ABG
result). To address this difficulty, the legend was moved to
the center of the screen, and the shape and background were
changed. The new legend features a smooth rounded corner
border and is light grey, providing greater contrast from the
square white patient rooms.
b: SCENARIO 2 – VITAL SIGNS MONITORING
For the monitoring scenario, clinicians were asked if the
designs provided enough information to discern a patient’s
current status. 8/8 clinicians used the tab style design (for
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FIGURE 6. Examples of screens used for vital signs monitoring (scenario 2). Using these four screens, clinicians were asked if the given
designs provide them with enough information to discern overall patient status. All screens feature a header bar with the patient bed
number, name, current mean arterial pressure (MAP), heart rate (HR) and oxygen saturation (Sat), and messages. The patient overview tab
(a) shows the patient age, weight, diagnosis, length of stay, and how long they have required inotropic or respiratory support; current
waveforms for respiratory rate (RR), electrocardiogram (ECG), MAP and Sat; and drug infusions. The drug infusion icons depict volume of
syringe remaining. The monitoring trends tab (b) shows trends of various parameters: end-tidal carbon dioxide (CO2), RR, Sat, HR, MAP
and jugular venous pressure (JVP). The integrated vitals and drug infusion display (c) shows HR and MAP versus current drug infusions. The
drug infusion status screen (d) shows which drugs are currently infusing, the current infusion rate and when syringes need to be refilled.
the various types of patient information) with ease. Clinicians
considered age, weight, and diagnosis in the ‘‘overview tab’’
(Fig. 6a) before moving on to the ‘‘monitoring tab’’ (Fig. 6b).
All clinicians reported the designs to be self-explanatory and
easy to navigate. 3/8 clinicians were critical of the integrated
drug graph (Fig. 6c), noting that it did not indicate the previ-
ous infusion rate, or an option to pick a certain drug or group
of drugs to display in the graph. One RN mentioned that the
device would not be as useful for bedside nurses because they
are alwayswithin eyesight of their patient and do not need real
time updates on other patients. However, this clinician stated
the communication functions and subscription functions were
helpful.
c: SCENARIOS 3 AND 4 – REMINDER AND HANDOVER
For the reminder and handover scenarios, clinicians were
asked to create a new reminder for a patient and subscribe
to a different patient that they were not currently following
(Fig. 7a & 7b). All clinicians (8/8) completed both tasks
without major issues. Two clinicians (2/8) were unsure which
button led to the subscription function. One clinician (1/8)
selected the clock icon on the app header toolbar, instead
of using the clock navigation button to set a reminder.
In response, we changed the analogue clock on the display
header to show the time in digital format. The icon for
subscription (a person) was not changed because the two
clinicians agreed, after a brief explanation, that the icon was
appropriate for the corresponding function.
d: SCENARIO 5 – ARTERIAL BLOOD GAS ANALYSIS
DOCUMENTATION
Currently, ABG results are printed on a small slip of paper and
attached to the patient chart. For this scenario, clinicians were
asked to take a photo of this printout, annotate it, and send it
to the team (Fig. 7c). 4/8 clinicians completed this scenario
without significant guidance. Some clinicians had difficulty
finding the correct button for annotation and instead clicked
on the guidance text (‘‘Annotate ABG’’), asking how to use
the pencil and text tool included in the mockup. Annotation
and text addition functions were limited by the PDF format
of the mockup; for example, participants attempted to use a
finger to circle a value but this action was not supported by
the mockup and they were re-directed to click the ‘‘circle’’
button.
After the first round of usability testing, a display showing
all previous ABG recordings was added. The display origi-
nally had the oldest ABG file displayed at the top, but was
updated after the second round as one clinician strongly felt
the newest record should appear first.
e: OVERALL FEEDBACK
After completing the usability scenarios, clinicians provided
overall feedback. Clinicians were asked an open-ended ques-
tion regarding their general thoughts of the application and
ease of use. Six clinicians described the prototype as easy
to use and helpful. However, meanings of buttons were not
always intuitive to first time users. Once explained, these
functions became easy to learn. An online tutorial prior to
use or a teaching session for participating staff could help
familiarize the users with the layout.
IV. DISCUSSION
The ultimate aim of this study was to design a mobile moni-
toring and communication application that will assist clinical
decision-making in the ICU. The design approach required
the active involvement of clinicians, with the aim of creating
an application that fits their workflow and is tailored to their
needs. The initial phases of observation and usability testing
3000114 VOLUME 6, 2018
L. Flohr et al.: Clinician-Driven Design of VitalPAD—Intelligent Monitoring and Communication Device
FIGURE 7. Examples of screens used for reminder, handover and arterial blood gas (ABG) (scenarios 3, 4 and 5). Using the reminder
screen (a), clinicians were asked to create a new reminder (e.g. check urine output) for their patient. Using the subscription list screen (b),
clinicians were asked to subscribe to a new patient in order to cover that patient for a colleague’s break. Using the ABG camera and
annotation screens (c), clinicians were asked to take a picture of an ABG analysis paper printout, annotate it, and send it to the team using
the communication function (d). The top section of the communication screen (d) shows patient alerts such as new ABG and reminders.
The bottom section (d) shows personal messages between clinicians.
provided useful insight into the daily functioning of the ICU
and a wide array of ideas for implementation of the prototype
design. The research team itself included people with clin-
ical expertise and this likely improved the efficiency of the
requirements gathering process and, in particular, facilitated
effective communication with ICU clinicians.
Participatory design approaches have significant potential
to facilitate the design and implementation of healthcare tech-
nology [38]. They have been applied effectively in a range
of healthcare settings for the development of patient tools,
clinician tools, and health information systems. For example,
they have been used in health departments [39], hospital
clinics [40], mobile [41], and rural [42] environments, as well
as in the ICU [43]. While these examples demonstrate the
success of participatory design, these applications largely
have not been safety critical monitoring tools, using IoT-
enable technologies for data capture. Notably, the recently
developed iNICU uses IoT methods to record data from
patient monitors, ventilators and blood gas machines [29].
This work shows that participatory design is an important
approach in the design of safety critical ICU tools, where user
engagement can lead to a more effective and ultimately better
accepted design.
The observations confirm that the ICU is a complex and
stressful environment. Information overload and redundant
documentation decrease situational awareness, which may
impair patient safety [44]. Modern technologies are available,
but are often not effectively utilized or may even contribute
to the clinician’s workload; for example, at morning rounds,
clinicians interacted with bedside displays independent of the
rest of the team. These displays were challenging for other
clinicians to view concurrently because of small display size
and viewer distance from the display. During interviews and
feedback sessions with ICU clinicians, it became clear that
a monitoring device that combines multiple data sources and
supports clinical decision-making and team communication
would be welcomed and could offer potential solutions to
decrease mental workload. This is in keeping with previous
work on ICU displays and device integration [45]. Func-
tions for team communication also have the potential to
reduce reliance on outdated systems such as numeric pagers,
decrease time spent locating team members, and improve
communication efficiency overall.
Researchers did not quantify the number of alarms but
observed clinicians quickly silencing or disregarding them.
This observation is consistent with previous reports of device
alarms in the ICU [6], [46]. During feedback sessions, one
clinician asked howVitalPADwould alarm andwhether or not
it could replace existing bedside systems. VitalPAD is not
intended to replace bedside alarms, but rather to complement
them. As a patient safety measure, these would remain active,
but thresholds could be set such that they only alarm in urgent
situations.
A. IMPORTANCE OF CLINICIAN-USER ENGAGEMENT
Observation in situ is crucial to understanding workload, cog-
nitive and communication demands as well as system com-
plexity. Individual clinician observation provides insight into
each specific role, whereas observation of team rounds and
handover inform how data are integrated and how clinicians
interact. Although much can be learned from observation
alone, interviewing and engaging clinicians in the design pro-
cess is also required. Involvement in the iterative prototyping
process was crucial in creating a functional design and will
likely help with application implementation in the long-term.
Although members of the design team have clinical experi-
ence, ICU clinicians are experts in the day to day functioning
of the ICU and must be consulted.
IoT-enabled technologies offer huge potential benefit in
hospital settings; these environments are rich in data, but
in many cases it is currently not well-integrated. There
is likely to be a significant growth in the use of these
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technologies to reap the benefits of these data to improve
healthcare decision-making [26], [27], and it is therefore
important that robust approaches are adopted for optimal
development and implementation. It is estimated that 15%
of technology projects are abandoned and more than 50%
of the developers’ time is spent reworking the design after
implementation [47], [48]. One goal of the user-centered
approach is to ensure fewer failures by capturing and
mitigating potential design flaws early in the develop-
ment process [33]. Furthermore, in other settings, designer-
or technology-driven innovations can be introduced with
some re-design of working practices and workflows, but this
is much less possible in clinical environments. Safety is the
primary concern, overriding other potential benefits such as
ease-of-use and cost savings. To minimize potential errors,
new technology should fit established working patterns and
often benefits from adopting features of existing systems. The
risks of failure are significant and it is crucial that experienced
clinicians should be involved at an early stage in the valida-
tion of the new system [49].
Designs such as the artificial horizon and cumulative risk
score were introduced by engineering designers but ulti-
mately rejected by clinicians, because of concerns about unfa-
miliarity and potential learning overhead, while a number of
suggestions were made for emojis to denote patient status.
This suggests that intelligent application features must be
transparent to the expert user and should be considered for
introduction as part of a staged approach.
Feedback obtained from the participants has been gener-
ally positive and constructive, acknowledging that the sug-
gested prototype contains innovative ideas and is easy to use,
but also takes time to adjust to. Clinicians were very engaged
during the project, identifying potential problems with the
prototype, recognizing challenges in their daily work, and
providing creative solutions. One RN participant did not think
the device would be as useful for bedside nurses because they
are within sight of their patients at all times.
The iterative design process using balsalmiq mockups
enabled rapid feedback. Because of this technique, we were
able to better engage clinicians and efficiently modify our
prototype. We learned that showing clinicians variations of
each design page worked well in regards to user-engagement
and generated suggestions for improvement.
Ethnographic studies of clinical end-users interacting
with medical devices and clinical information systems
[10], [35], [50]–[55], are becoming a frequently employed
method to guide the participatory design of future patient
monitoring and decision support tools [10], [31], [32], [35],
[56], [57], demonstrating the value of this mixed development
approach.
B. SETTING SPECIFIC CONSIDERATIONS
Our ICU observations and experiences prototyping displays
for the VitalPAD have wide applications both within and
outside the ICU. Effective team communication is cru-
cial for hospital-based patient care. User-friendly messaging
systems, as included in VitalPAD, could improve communi-
cation amongst medical and surgical ward teams in addition
to adult and neonatal ICU teams.
Mobile monitoring of vital signs and therapy parameters
(including infusion data) can help improve patient safety in
any ward based on single-patient rooms. Currently, clinicians
must enter patient rooms to see ventilator and infusion pump
settings and alarms. Newer ICUs are increasingly being set up
with each single patient room fully enclosed by walls, which
potentially introduces risk [58]. Easily accessible patient
information on a mobile device can help streamline work-
flow for all clinicians and prevent unnecessary trips to the
bedside [7], [10], a phenomenon occurring in all inpatient
settings.
Photographic recording and team messaging of ABG
results could be useful for post-operative patients or any
scenario where ABG results guide patient management.
The design needs to acknowledge setting-specific consid-
erations, including differences in patient population, staffing
ratios, and the different range of comorbidities encountered
in adult and pediatric ICUs [32].
C. LIMITATIONS
AlthoughVitalPADmay improve communication and stream-
line clinical workflow, clinicians will still have to access insti-
tution computers and paper charts to view laboratory results,
active orders, and medications. Incorporating these functions
into VitalPAD may be desirable, but institutional constraints,
privacy requirements, and legal concerns limit feasibility.
VitalPAD is a tool for ICU clinicians to quickly access patient
information, but its data will ultimately not be included in
official medical records. It is likely that VitalPAD can expand
to realize its full potential, but integration with electronic
medical record systems may be a challenging process and
thus remains a long-term goal. This system integration will
likely require widespread acceptance of VitalPAD in the pedi-
atric ICU, in addition to ongoing support by health records
management, hospital administration, biomedical engineer-
ing, and clinical information technology teams.
For VitalPAD to be effective as a rapid communication
system, all clinicians must have access to a tablet device and
respond to system alerts. VitalPAD alerts must be appropri-
ate and well designed to not add to the already significant
false alarm burden. Carrying an additional device, which is
primarily dependent on touchscreen interaction, may not be
practical for all clinicians in all situations and may even have
some implications for infection control; options for auditory
and vibro-tactile notifications should be considered.
The overall workflow of the VitalPAD application has not
been fully specified and remains a work-in-progress. This
will not be straightforward, as even a single process, such
as patient handover, may vary by role, by clinician, by clin-
ical situation. The application will need to support clinical
practice without placing over-bearing constraints on how the
work is done [59]. It must also be recognized that adding a
new device into a clinician’s workflow introduces a potential
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new source of error. Hence, our adoption of a participatory
design approach to elicit maximum feedback from the end-
users. To mitigate errors of this kind, appropriate training
must precede the application’s use in a clinical setting.
Finally, we must acknowledge the limited scope of this
study. We have refined the application requirements and
established some preliminary designs, which are acceptable
to the target users. We have not yet investigated the feasi-
bility of these designs with respect to technical implemen-
tation or clinical practice nor evaluated the potential impact
of the VitalPAD on improved communication, workflow,
responsiveness to patients’ needs, or clinical outcomes. These
will need to be addressed in future work.
D. FUTURE WORK
Upcoming project phases include further clinician feedback
and prototype revision.
Triaging experiments using realistic ICU patient scenarios
will be conducted to further test usability in a simulated
clinical setting. These experiments will investigate whether
clinicians can identify and prioritize patients requiring imme-
diate attention using the information displayed on the Vital-
PAD compared with conventional presentation on monitor
printouts. We plan to conduct this experiment with MDs,
RNs, and RTs; each participant will triage a number of patient
scenarios, using either the VitalPAD or conventional displays.
Both time to triage and correlation with expert consensus
will be evaluated. We will also endeavor to assess mental
workload, acceptability and user perception.
Discussion is ongoing between researchers, engineers, and
clinicians about additional device integration, such as extra-
corporeal membrane oxygenation (ECMO), and how Vital-
PAD could further interact with existing electronic health
systems.
VitalPAD alert and notification design is also ongoing.
Alarms are unlikely to be threshold based, due to their design
limitations [18], [60], [61]. Future work will likely include
design and implementation of smart-alarm systems, allow-
ing earlier detection of at-risk patients and prediction of
undesired outcomes. Future work may include investigating
whether VitalPAD could be implemented on personal smart-
phone devices.
Finally, we will need to evaluate the prototype application
in a real clinical setting. We propose implementing the Vital-
PAD in two beds within the BC Children’s Hospital pediatric
ICU. Interfaces to ICU medical devices will be implemented,
including the server infrastructure for vital signs aggregation,
creation of reminders, and exchange of information. Clini-
cians will be trained and given the VitalPAD application on a
handheld device. We aim to assess whether the VitalPAD will
reduce bedside device alarms, reduce the number of pager
calls used to seek advice or initiate activities (and replace
themwith messages through VitalPAD), increase alarm effec-
tiveness, decrease alert response times (e.g. time to change
ventilator settings), and improve timeliness of scheduled drug
administration.
V. CONCLUSION
Based on feedback and our observations, clinicians require
a user-friendly application that portrays essential clinical
information and generates a mental image of patient status
at a glance. They require a system that facilitates quick com-
munication, enables seamless patient handover, and permits
reminders for various clinical tasks, such as infusion re-fill
times.
If successful, this integrated system could enhance per-
formance of the clinician in real-time, optimize therapeutic
interventions, reduce adverse outcomes, and ultimately save
lives. This project is ongoing and further research, critical
feedback, and prototype improvement are necessary to ensure
usability and feasibility of VitalPAD.
ACKNOWLEDGMENT
The authors would like to thank all participating clinicians for
their willingness to be observed, to share information, to pro-
vide constructive feedback, and for their guidance during the
design process.
REFERENCES
[1] J. E. Fischer, A. Calame, A. C. Dettling, H. Zeier, and S. Fanconi, ‘‘Experi-
ence and endocrine stress responses in neonatal and pediatric critical care
nurses and physicians,’’ Crit. Care Med., vol. 28, no. 9, pp. 3281–3288,
Sep. 2000.
[2] A. K. Doig, F. A. Drews, andM. R. Keefe, ‘‘Informing the design of hemo-
dynamic monitoring displays,’’ Comput. Inform. Nursu, vol. 29, no. 12,
pp. 706–713, Dec. 2011.
[3] A. Jubran, ‘‘Nurses and ventilators,’’ Crit. Care, vol. 16, no. 1, p. 115,
Feb. 2012.
[4] J. P. Jacobs, G. Wernovsky, D. S. Cooper, and T. R. Karl, ‘‘Principles
of shared decision-making within teams,’’ Cardiol. Young, vol. 25, no. 8,
pp. 1631–1636, Dec. 2015.
[5] S. A. Collins et al., ‘‘In search of common ground in handoff documen-
tation in an Intensive Care Unit,’’ J. Biomed. Inform., vol. 45, no. 2,
pp. 307–315, Apr. 2012.
[6] Y. Donchin and F. J. Seagull, ‘‘The hostile environment of the intensive care
unit,’’ Current Opin. Critical Care, vol. 8, no. 4, pp. 316–320, Aug. 2002.
[7] S. H. Koch et al., ‘‘Evaluation of the effect of information integration in
displays for ICU nurses on situation awareness and task completion time:
A prospective randomized controlled study,’’ Int. J. Med. Inform., vol. 82,
no. 8, pp. 665–675, Aug. 2013.
[8] S. P. Patel et al., ‘‘Resident workload, pager communications, and quality
of care,’’World J. Surgery, vol. 34, no. 11, pp. 2524–2529, Nov. 2010.
[9] J. M. Tatum et al., ‘‘Prospective trial of house staff time to response
and intervention in a surgical intensive care unit: Pager vs. Smartphone,’’
J. Surgical Edu., vol. 74, no. 5, pp. 851–856, Oct. 2017.
[10] S. H. Koch et al., ‘‘Intensive care unit nurses’ information needs and
recommendations for integrated displays to improve nurses’ situation
awareness,’’ J. Amer. Med. Inform. Assoc., vol. 19, no. 4, pp. 583–590,
Jul. 2012.
[11] M. M. Pollack et al., ‘‘Pediatric intensive care outcomes: Development of
newmorbidities during pediatric critical care,’’Pediatr. Critical CareMed.,
vol. 15, no. 9, pp. 821–827, Nov. 2014.
[12] B. Frey et al., ‘‘The morbidity and mortality conference in pediatric
intensive care as a means for improving patient safety,’’ Pediatr. Critical
Care Med., vol. 17, no. 1, pp. 67–72, Jan. 2016.
[13] C. L. Cifra et al., ‘‘The morbidity and mortality conference as an adverse
event surveillance tool in a paediatric intensive care unit,’’ BMJ Qual.
Safety, vol. 23, no. 11, pp. 930–938, Nov. 2014.
[14] D.Morrow, R. North, andC.D.Wickens, ‘‘Reducing andmitigating human
error in medicine,’’ Rev. Human Factors Ergon., vol. 1, no. 1, pp. 254–296,
Jun. 2005.
[15] Critical Care Safety: Essentials for ICU Patient Care and Technology,
ECRI Inst., Plymouth Meeting, PA, USA, 2007.
VOLUME 6, 2018 3000114
L. Flohr et al.: Clinician-Driven Design of VitalPAD—Intelligent Monitoring and Communication Device
[16] E. M. Koski, A. Mäkivirta, T. Sukuvaara, and A. Kari, ‘‘Frequency and
reliability of alarms in the monitoring of cardiac postoperative patients,’’
Int. J. Clin. Monit. Comput., vol. 7, no. 2, pp. 129–133, Apr. 1990.
[17] M. Imhoff and S. Kuhls, ‘‘Alarm algorithms in critical care monitoring,’’
Anesth. Analg., vol. 102, no. 5, pp. 1525–1537, May 2006.
[18] M. Borowski, M. Görges, R. Fried, O. Such, C. Wrede, and M. Imhoff,
‘‘Medical device alarms,’’ Biomed. Tech., vol. 56, no. 2, pp. 73–83,
Mar. 2011.
[19] G. Alexander and N. Staggers, ‘‘A systematic review of the designs of
clinical technology: Findings and recommendations for future research,’’
ANS. Adv. Nurs. Sci., vol. 32, no. 3, pp. 252–279, 2009.
[20] C. Torabizadeh, A. Yousefinya, F. Zand, M. Rakhshan, and M. Fararooei,
‘‘A nurses’ alarm fatigue questionnaire: Development and psychometric
properties,’’ J. Clin. Monit. Comput., vol. 31, no. 6, pp. 1305–1312, 2016.
[21] P. Barach, M. P. Forbes, and I. Forbes, ‘‘Designing safe intensive care
units of the future,’’ in Intensive and Critical Care Medicine, A. Gullo,
P. D. Lumb, J. Besso, and G. F.Williams, Eds. Milan, Italy: Springer, 2009,
pp. 525–541.
[22] Z. M. Grinspan et al., ‘‘Guiding principles for a pediatric neurology ICU
(neuroPICU) bedside multimodal monitor,’’ Appl. Clin. Inform., vol. 7,
no. 2, pp. 380–398, 2016.
[23] L. B. Justice et al., ‘‘Improving communication during cardiac ICU multi-
disciplinary rounds through visual display of patient daily goals,’’ Pediatr.
Critical Care Med., vol. 17, no. 7, pp. 677–683, Jul. 2016.
[24] S. J. Shaw, B. Jacobs, D. C. Stockwell, C. Futterman, and M. C. Spaeder,
‘‘Effect of a real-time pediatric ICU safety bundle dashboard on quality
improvement measures,’’ J. Commun. J. Qual. Patient Safety, vol. 41, no. 9,
pp. 414–420, Sep. 2015.
[25] M. Hulyalkar et al., ‘‘Design and-testing of an electronic rounding
tool (CERTAINp) to improve process of care in pediatric intensive
care unit,’’ J. Clin. Monit. Comput., vol. 31, no. 6, pp. 1313–1320,
Dec. 2017.
[26] J. Qi, P. Yang, G. Min, O. Amft, F. Dong, and L. Xu, ‘‘Advanced Internet of
Things for personalised healthcare systems: A survey,’’ Pervasive Mobile
Comput., vol. 41, pp. 132–149, Oct. 2017.
[27] S. M. Riazul Islam, D. Kwak, M. Humaun Kabir, M. Hossain, and
K.-S. Kwak, ‘‘The Internet of Things for health care: A comprehensive
survey,’’ IEEE Access, vol. 3, pp. 678–708, Jun. 2015.
[28] R. Mieronkoski et al., ‘‘The Internet of Things for basic nursing care—A
scoping review,’’ Int. J. Nurs. Stud., vol. 69, pp. 78–90, Apr. 2017.
[29] H. Singh et al., ‘‘iNICU—Integrated neonatal care unit: Capturing neonatal
journey in an intelligent data way,’’ J. Med. Syst., vol. 41, no. 8, p. 132,
Aug. 2017.
[30] L. Tarassenko, A. Hann, and D. Young, ‘‘Integrated monitoring and analy-
sis for early warning of patient deterioration,’’ British J. Anaesth., vol. 97,
no. 1, pp. 64–68, Jul. 2006.
[31] J. Effken, R. Loeb, K. Johnson, S. Johnson, andV. Reyna, ‘‘Using cognitive
work analysis to design clinical displays,’’ Stud. Health Technol. Inform.,
vol. 84, pp. 127–131, Jan. 2001.
[32] M. Görges, P. P. Morita, C. M. Burns, and J. M. Ansermino, ‘‘Mobile
patient monitoring for the pediatric intensive care unit work domain anal-
ysis and rapid prototyping results,’’ in Proc. IEEE Int. Conf. Syst., Man,
Cybern., Oct. 2013, pp. 3765–3770.
[33] K. Holtzblatt, J. B. Wendell, and S. Wood, Rapid Contextual Design:
A How-to Guide to Key Techniques for User-Centered Design, 1st ed.
San Francisco, CA, USA: Morgan Kaufmann, 2004.
[34] B. Kaplan, ‘‘Deriving design recommendations through discount usabil-
ity engineering: Ethnographic observation and thinking-aloud protocol in
usability testing for computer-based teaching cases,’’ inProc. Annu. Symp.,
2003, pp. 346–350.
[35] J. J. Saleem et al., ‘‘Understanding barriers and facilitators to the use
of clinical information systems for intensive care units and anesthesia
record keeping: A rapid ethnography,’’ Int. J. Med. Inform., vol. 84, no. 7,
pp. 500–511, Jul. 2015.
[36] M. Q. Patton, Qualitative Research & Evaluation Methods: Inte-
grating Theory and Practice, 4th ed. Thousand Oaks, CA, USA:
SAGE Publications, 2015.
[37] J. Nielsen and R. Mack, Usability Inspection Methods. New York, NY,
USA: Wiley, 1994.
[38] A. H. Pollack, A. Miller, S. R. Mishra, and W. Pratt, ‘‘PD-atricians:
Leveraging physicians and participatory design to develop novel clinical
information tools,’’ in Proc. Annu. Symp., 2016, pp. 1030–1039.
[39] B. Reeder, R. A. Hills, A.M. Turner, and G. Demiris, ‘‘Participatory design
of an integrated information system design to support public health nurses
and nurse managers,’’ Public Health Nurs., vol. 31, no. 2, pp. 183–192,
2014.
[40] J. P. Brito et al., ‘‘Development and pilot testing of an encounter tool for
shared decision making about the treatment of graves’ disease,’’ Thyroid,
vol. 25, no. 11, pp. 1191–1198, Nov. 2015.
[41] S. Haynes and K. K. Kim, ‘‘A mobile care coordination system for the
management of complex chronic disease,’’ Stud. Health Technol. Inform.,
vol. 225, pp. 505–509, Aug. 2016.
[42] R. Vedanthan et al., ‘‘Usability and feasibility of a tablet-based Decision-
Support and Integrated Record-keeping (DESIRE) tool in the nurse man-
agement of hypertension in rural western kenya,’’ Int. J. Med. Inform.,
vol. 84, no. 3, pp. 207–219, Mar. 2015.
[43] K. A. Thursky and M. Mahemoff, ‘‘User-centered design techniques for a
computerised antibiotic decision support system in an intensive care unit,’’
Int. J. Med. Inform., vol. 76, no. 10, pp. 760–768, Oct. 2007.
[44] A. Parush, C. Kramer, T. Foster-Hunt, K. Momtahan, A. Hunter, and
B. Sohmer, ‘‘Communication and team situation awareness in the OR:
Implications for augmentative information display,’’ J. Biomed. Inform.,
vol. 44, no. 3, pp. 477–485, Jun. 2011.
[45] M. Görges and N. Staggers, ‘‘Evaluations of physiological monitoring
displays: A systematic review,’’ J. Clin. Monit. Comput., vol. 22, no. 1,
pp. 45–66, Feb. 2008.
[46] S. T. Lawless, ‘‘Crying wolf: False alarms in a pediatric intensive care
unit,’’ Crit. Care Med., vol. 22, no. 6, pp. 981–985, Jun. 1994.
[47] R. N. Charette, ‘‘Why software fails [software failure],’’ IEEE Spectr.,
vol. 42, no. 9, pp. 42–49, Sep. 2005.
[48] N. Chochoiek, ‘‘Explaining the success of user-centered design—An
empirical study across German B2C firms,’’ J. Manag. Sci., vol. 2, no. 1,
pp. 116–181, 2017.
[49] K. Alexander and P. J. Clarkson, ‘‘Good design practice for medical
devices and equipment, part I: A review of current literature,’’ J. Med. Eng.
Technol., vol. 24, no. 1, pp. 5–13, 2000.
[50] A. M. Kurahashi et al., ‘‘In the loop: The organization of team-based
communication in a patient-centered clinical collaboration system,’’ JMIR
Human Factors, vol. 3, no. 1, p. e12, Mar. 2016.
[51] T. O. Andersen, ‘‘Prototyping a collective: On ethnography, design, and
use of a personal health record,’’ Ph.D. dissertation, Univ. Copenhagen,
Copenhagen, Denmark, 2012, p. 120.
[52] D. Swinglehurst, T. Greenhalgh, M. Myall, and J. Russell, ‘‘Ethnographic
study of ICT-supported collaborative work routines in general practice,’’
BMC Health Service Res., vol. 10, p. 348, Jan. 2010.
[53] I. Bodin, C. Fröjd, and A. Jansson, ‘‘Work domain analysis of an intensive
care unit: An Abstraction Hierarchy based on a bed-side approach,’’ in
Proc. Human Factors Ergonom. Soc. Eur. Annu. Conf., 2016, pp. 109–118.
[54] D. S. Kusunoki, A. Sarcevic, Z. Zhang, and R. S. Burd, ‘‘Understand-
ing visual attention of teams in dynamic medical settings through vital
signs monitor use,’’ in Proc. Conf. Comput. Supported Cooper. Work-
shop (CSCW), 2013, pp. 527–540.
[55] P. P.Morita and J. A. Cafazzo, ‘‘Challenges and paradoxes of human factors
in health technology design,’’ JMIR Human Factors, vol. 3, no. 1, p. e11,
Mar. 2016.
[56] R. Fidler et al., ‘‘Human factors approach to evaluate the user interface of
physiologic monitoring,’’ J. Electrocardiol., vol. 48, no. 6, pp. 982–987,
2015.
[57] G. T. Blike, S. D. Surgenor, K. Whalen, and J. Jensen, ‘‘Specific elements
of a new hemodynamics display improves the performance of anesthesiol-
ogists,’’ J. Clin. Monit. Comput., vol. 16, no. 7, pp. 485–491, Jan. 2000.
[58] C. van Pul, H. P. M. E. V. D. Mortel, J. J. L. V. D. Bogaart, T. Mohns, and
P. Andriessen, ‘‘Safe patient monitoring is challenging but still feasible in
a neonatal intensive care unit with single family rooms,’’ Acta Paediatr.,
vol. 104, no. 6, pp. e247–e254, Jun. 2015.
[59] M. Sujan, P. Spurgeon, and M. Cooke, ‘‘The role of dynamic trade-offs in
creating safety—A qualitative study of handover across care boundaries in
emergency care,’’ Rel. Eng. Syst. Safety, vol. 141, pp. 54–62, Sep. 2015.
[60] M. Imhoff, S. Kuhls, U. Gather, and R. Fried, ‘‘Smart alarms from medical
devices in the OR and ICU,’’ Best Pract. Res. Clin. Anaesthesiol., vol. 23,
no. 1, pp. 39–50, Mar. 2009.
[61] C. P. Bonafide et al., ‘‘Association between exposure to nonactionable
physiologic monitor alarms and response time in a children’s hospital,’’
J. Hosp. Med., vol. 10, no. 6, pp. 345–351, Jun. 2015.
3000114 VOLUME 6, 2018
